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EG&G ER Department 
Rocky Flats Plant 

I 

ER DEPARTMENT DATA ASSESSMENT 
SUMMARY REPORT FORM 

Batch No. 9103P117 Site Solar Ponds 
Laboratory IT-Pittsb- No. of Samples/Matrix 7./Water 
SOW # 10/86 CRev. 2/88) Reviewer Org. OuantaLex.. 
Sample Numbers SWOO962WC. SWOO963WC 

Data Assessment Summary 

1. 

2. 

3. 

4. 

5. 

6. 

7 .  

8. 

9. 

10. 

11. 

Holding Times 

GC/MS Tunennstr. Perf. 

Calibrations 

Blanks 

Surrogates 

Matrix SpikeIDup. 

Other QC 

Internal Standards 

Compound Identification 

System Performance 

Overall Assessment 

V = Data had no problems. 

VOA 

V 

Comments 

x 
A 

v 
V 

Comment 1 

Action Items 12: Comments 1.2.3 

Action Item 3: Comment 4 

v 
V 

Comment 5 

x 
v 

A 

Comment 6 

Data acceDtab le with aualifications. 

A = Data acceptable but qualified due to problems. 
R = Data rejected. 

X = Roblems, but do not affect data 

Data Quality: Data contained in this batch were reviewed and found to be acceDtable with aualifications. AcceDtable. 

aualified data may be used Drovided that individual values impacted by the "Action Items" listed below are aDDroDriatelv flaEEed 

(Refer to attached Data Summarv Tables.) 



v ,  

Action Items: 11  he 46 D for Bromomethane e xceeded 50% in the 3/1 4/91 (15041 co ntinuinn cal l%rnOn. The 

non-detected result for Bromomethane in sample SWOO963WC is reiected CR). 

2) The %Ds for Acetone exceeded 50 % in both continuing calibrations. The Dositive results for Acetone in the 

samdes would be estimated (J) if not for blank contamination (see Action Item 31, 

1 

undetec ted and estimated (r) accordmn to the Functional Guidelines criteria 1Ox rule). 

Comments: 1) The raw data for the 3/ 17/91 (2134) BFB tune and the associated initial calibration raw data 

were not included in this data Dackaee. The missing: data were CoDied from batch P118 and inserted in this data 

2) The Form 7As and raw data for the continuing calibrations were not included in this data D ackaae. 

3 

3) The %Ds for several cornmunds exceeded 25% in the continuinrr calibrations. No action is taken because 

there were no Dositive results for these comwunds in the associated samDles. 

4) One TIC. a Bromofluoro Benzene isomer was found in method blank VBLKl. 

5) Instrument detection limits were Drovided bv the laboratom. demonstrating that the instrument was 

6)  The mass suectrurn for Chlorobenzene was not present in method blank VBLK2. No action is taken as this 

comwund was not found in the associated samDle. 

Note: Data Summary Tables are attached. 
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EG&G EM Department 
Rocky Hats Plant 

EM DEPARTMENT DATA ASSESSMENT 
SUMMARY REPORT FORM 

Batch No. 9103P117 

Laboratory ITAS - Pittsburgh 

Site Surface Water 

No. of Sampleshlatrix 5/Wa ter 

Reviewer Org. s u a  ntaLex. Inc. SOW# 7/88 

Sample Numbers SW0096 2WC (total a nd soluble). SWOO963WC (tota 1 and so luble). SW6006 2 w c  

Data Assessment Summary 

1. 

2. 

3. 

4. 

5. 

6. 

7. 

8. 

9. 

10. 

11. 

12. 

Holding Times 

Calibrations 

Blanks 

ICP Interference Check Sample 

Matrix Spike Sample Results 

Duplicate Sample Results 

Lab Control Sample Results 

Method of Standard Addition 

Serial Dilution 

Sample Verification 

Other QC 

ICP 

V 

V 

A 

A 

A 

V 

V 

N/A 

V 

V 

X 

Overall Assessment A 

V = Data had no problems. 
A = Data acceptable but qualified due to problems. 
R = Data rejected. 
X = Problems, but do not affea data 

AA 

V 

A 

A 

N/A 

A 

V 

V 

V 

N/A 

V 

X 

A 

Hg 

A 

V 

V 

N/A 

A 

V 

V 

N/A 

N/A 

V 

X 

A 

CN 

V 

V 

V 

N/A 

V 

V 

V 

N/A 

N/A 

V 

X 

V 

NIA = Not applicable. 

Comments 

Action Item 1 

Action Item 2 

Action Items 3-10 

Adion Items 11-14 

Adon  Items 15-17 

Comments 1-4 
Data valid, or 

acceptable 
with aualifications 

Data Quality: Data contained in this batch were reviewed and found to be valid. or acceutable with aualifications. Acceutable. 

aualified data may be used mvided that individual values impacted by the "Action Items" listed below are apurounatelv flarrned. 

Befer to attached Results Summaw Tables). 

1 imp1 17deg32C 



Action Items (ant.): 15) The Iron values for SWOO963WC (total) and SW6006 2WCareesb 'mated Cn 
because the rne-dif!estion matrix mike recovery criteria were not met. 

16) The Mercmv for SWOO963WC (soluble) is estimated (n because the me-dinestion matrix mike recovey 

criteria were not met 

ln All Selenium values are estimated (n, a nd all nondetects are rejected (R) because the Dre-digestion matrix 

mike recovery criteria were not met. 

Comments: 1) Some soluble values are gr eater than their correswnding total values. 

2) The Cesium IDL was changed from 76.0 DDb to 80.0 mb due to significant figure discremcv. 

3) A uost-digestion suike concentration of 6 UE/L was used for Lead. In order to comulv with SOW 7/88. the 

pst-mike concentration should have been 20.0 udL. 

4) The digestion (distillation) Ion does not indicate whether the final DH of the uremd samDles is c 2 b 12). 

Note: Data Summary Tables are attached. 
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EG&G ER Department 
Rocky Flats Plant 

ER DEPARTMENT DATA ASSESSMENT 
SUMMARY REPORT FORM 

Batch No. 9103P117 Site Surface Wate r 

Laboratory ITAS - Pittsburgh No. of SampledMatrix 3/Wate r 

Method Sta ndard Methods Reviewer Org. QwmtLe x, Inc. 

Sample Numbers SWOO962WC. SWOO963WC. SW6006 2 w c  

Data Assessment Summarv 

TOC/ Silica/ Nitrate/ Sulfide/Oil&Grease 
DOC F Wos. AlkaL C1 Nitrite Sulfate Grav. Comments 

1. 

2. 

3. 

4. 

5. 

6. 

7.  

8. 

9. 

Holding Times Y v A A v A A A ActionIms1 -2 

Calibrations Y vv _v v v v v  

NIA NIA V LabControlSample NIA V NfA V V 

Duplicate Sample y - V - V - V - V - V - V - V 
Results 

Results 
Matrix Spike S a m p 1 e . L  - V - V 1 - V - A - V - V Action Item 3 
Results 
Sample Verification V v v v - - -  V V V V 

Other QC - V v Y x - V - V - X - X co mments 1-3 

OveraIlAssessment _yL V A A - V A A A with a d  ifications 
Data valid or acceptable 

V = Data had no problems. 
A = Data acceptable tun qualilied due to problems. 
R = Data rejected. 

X = Problems, but do not affect data 

N/A = Not applicable. 

Data Quality: Data contained in this batch were reviewed and found to be valid or acceDtable with aualifications. AcceDtable. 

gualified data mav be used Drovided that individual values impacted bv the “Action Items” listed below are aDDroDriatelv flagged. 

mefer to attached Results Summarv Tables). 

1 



Action Items: 1) All Nitrite and 0- momhate values are txmn . ated(Jlbecausethe holdinn times were exceeded, 

a be€a h I in times 

were exceeded. 

3) All Nitrate/Nitrite values are estimated Cn, and non-detects are estimated and undetected rVn beca use the 

matrix suike recoverv was outside control limits. 

Comments: 1) The Sulfate daily calibration standardization should be analyzed with three standards and a 

blank: data not affected. 

2) A laboratory duDlicate and matrix mike were not analyzed for OiVGrease: data not affected. 

3) A11 Carbonate non-detects are rewrted to the IDL: correct values auDear on the summary table. 

Note: Data Summary Tables are attached. 
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